
P16N station #207 (V7) Figure 11

Battery Voltage is 63.6 V

LADCP WARNINGS

 removed 78 pressure spikes during: 4 scans

 LADCP processing warnings: 

 large U bottom track bias 0.13782

 large V bottom track bias −0.11474


